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Lyophilizer Side View Cross Section:
Thermocouple Loading with Placement Tool

Maintenance Door Side of
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*Note: Bulkhead is capable of interfacing with the
Lyophilizer wall through various connection types Bulkhead Fittin
(e.g. Tri-Clover, Threaded, etc.) e g
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